
MISSOURI DEPARTMENT OF HEALTH AND SENIOR SERVICES
STATE PUBLIC HEALTH LABORATORY
BREATH ALCOHOL PROGRAM

INTOX DMT MAINTENANCE REPORT REPORT #1

Complete this report at the time of the regular monthly preventive maintenance check (not to exceed 35 days).
Complete this report whenever the instrument is serviced or repaired and whenever it is placed into service.
Retain the original and send a copy within 15 days to the Breath Alcohol program, DHSS.

INTOX DMT SN

50021 3
NAME OF AGENCY

West Plains Police Department
DATE OF INSPECTION

02t21t2016

'"'ii;Si FiJfiT?HiUiTi#,,# La ne, west prains, Mo
TIME OF INSPECTION

12:06.26

CHECKLIST: Place a mark in the box by each item if found to
values where determined). Unmarked items must be corrected

be satisfactory or is operating within
before using instrument.

established limits. (Write in observed

M DIAGNOSTIC RECORD

DATE AND TIME 021211201 6 1 2:06:28 M DETECTOR

E PROGRAM E FILTER 1

ts SAMPLE CHAMBER 48.7"C M FILTER 2

E BREATH TUBE 48.0"C E FILTER 3

E PUMP M INTERNAL STANDARD

BREATH ANALYZER ACCURACY STANDARDS

M SIMULATOR STANDARD tr COMPRESSED ETHANOL.GAS MIXTURE

M STANDARD SUPPLIER REPCO LOT # 14001 EXP DATE 0413012016

m SIMULATOR TEMP (34'C t 0 2C) 34.0 SIMULATOR SN DR6928 ISIMULATOR EXP DATE 0711412016

m C_ALIBRATION CHECK - (ONLY ONE STANDARD IS TO BE USED PER MAINTENANCE REPORT)
Run three tests using a stahdard. All three tests must be within 15% of the atandaid vatud aio muiThave a'spread
of .005 or less. Mark the box corresponding to the standard being used.

M O.1O% STANDARD - MUST READ BETWEEN 0.095% AND 0.105% INCLUSIVE

tr O.O8% STANDARD - MUST READ BETWEEN 0.076% AND 0.084% INCLUSIVE

E O.O4% STANDARD - MUST READ BETWEEN 0.038% AND 0.042% INCLUSIVE

TEST 1: 0.100 TEST 2 0.101 TEST 3: 0.101

E PERFORMRFITEST

INDICATE THE NUMBER OF BREATH TESTS IN THE FOLLOWING RANGES SINCE THE LAST MAINTENANCE REPORT:

REFUSALS 1 10-.04: 0 05- 09 1 10-.14 1 15- 19: 3 IOVER 19 1

LIST ANY NEW PARTS AND DESCRIBE ANY ALTERATION OR MODIFICATION THAT WAS N4ADE TO RESTORE THE INSTRUMENT
ESTAELISHED LIMITS (USE OTHER SIDE IF NECESSARY)

SIGNATURE /st-- PRINT FULL NAME

BRANDON ROMANS
ryPE II PERMIT NUMBER

240441
EXPIRATION DATE

12t22t2016
TELEPHONE NUMBER

417-256-2244

RETURN COMPLETED REPORT TO THE Breath Alcohol Program, MO Departmenlof Healtf ancl SenioaSErvices
Southeast District Offi ce
2875 James Blvd, Poplar Bluff, MO 63901

AN EQUAL OPPORTUNIryIAFFIRMATIVE ACTION EMPLOYER
services provided on a nondiscriminatory basis

MO 580-2898 (3-13) LAB-166

dayc



STATf; SF MI$$SUHI
NEFARTMTNT CT HEATTH ANN $TNIOFI SERVrcT$

BHEATH ALCSHSL PROfi FIAM

PHHIUIIT
TYFE II

BRAT{DON ROMANS
is hereby auihorizBd lo instruct and superuise operators, train instructors, inspec! calibrate, perform field seruice and repairs,
and operate the following breath analyzer(s):

Ior the determination oi the alcoholic contsnt of blood from a sample o{ expired ain Pernit issued under the provisions of sections
577.020lhrough 57-7.041, R$Mc and 3o6.111 through 308-119 Ft$Mo.

DATE 12122/2014 fu^

NUMBEH 24OA4T

EXPTRE$ L?J2?12"016 ... . - _._

MCI 580:8711 i6-tSI

DIHECTBB OF STATE FUELIC HEALTI-I L&BOHATORY

(}a

={J "^Q U u,n(o ^*0,*-v'
t.^J

LAB-4 tRS-1[t]

DATAMASTER. II{TOX DMT

STATE OF MISSOURI
DEPARTMENT OF HEALTH AND SENIOR SERVICES
BREATH ALCOHOL PROGRAM

INSTRUMENT OPERATOR CARD
The named cardholder is authorized to operate an evidential breath alcohol
instrument for the determination of the alcoholic content in breath form of expired ai,

! ! ! | HItHt [#ffi' ffi llflHfi ililtfit LHFh ffi ! ! ! ! |

Operator ROMANS, BRANDON
Permit No 240441
Date lssued 1212212014 Date Expires 1212212016



RepCo MaruXATINGINC.
3I Ol -t 8A STOI{yBROOI( DRrtrE

RAI.EIGH.N-c. TTW
ereg76.54ED

CERffiOTffi

M AI\ID SUPHLIER; RepCo It{arketing, Inc.
LOTNIIMBER: 14001
ETIRAfiONIIATE: April 30, 2016 d 11:59p-a

RepCo lrda*eting Inc. csrtifies the foilowing:

Re,pCo Ndarkaing Inc. rirmufac.ffied, t€sted md sqpplied Lot Nmber.

14001 of Alcobl Certified Sohrtioar for simulasS. Rmdom samples of said lot

armber were aaalyued by a independent hfsrdory utilizhg a gas chromdograph

and fonnd to coatain .1216 gms/dl +l:.003 gms/dl urtfuol ethanol (95%

Confide,nce).

The alcohel and distilled w&r useal in the soMion ur€f,e fouad to be free of

any inMerring substmse.

This sohsion will produce a vqpor alcohol yalue of .Lfil +l-3yo groilzlDL

Breaih raihen heatcd tfi 34 Degrees Cetsius +142 Degrees Celsius in a simul*or

{95%&nfidence)

The date of manufrcture fm this lot number is nfiav f. 20f+

The expiration date for this lst ilrraber is

11:59 p.ilL

April 30,2016

This document is atnre represfiltatiou

Cecil B. Cramer, President,
RepCoh{a*stin& Ias.
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